Internal displacement of a gastrostomy button: an unusual case of gastric outlet obstruction.
Gastric outlet obstruction caused by gastrostomy tube migration should not occur in patients who have gastrostomy buttons. This is the first reported case of gastric outlet obstruction caused by internal displacement of a gastrostomy button.